**TO THE EDITOR:** The International Randomized Interferon versus STI-571 study was the first randomized trial to demonstrate the prognostic significance of monitoring *BCR-ABL1* transcripts by real-time quantitative polymerase chain reaction (RT-PCR) \[[@B1]\], and defined a major molecular response (MMR) after treatment as a 3-log~10~ reduction from the baseline value in the level of measured *BCR-ABL1* transcripts \[[@B1]\]. On the other hand, an international scale (IS) was proposed as an absolute value of 0.1% *BCR-ABL1*, which corresponds to a 3-log~10~ reduction from the baseline value, for MMR, in an effort made by international experts to standardize *BCR-ABL1* quantification \[[@B2][@B3]\].

According to European Leukemia Net guidelines, optimal response to first-line imatinib therapy was defined as complete hematologic response and at least minor cytogenetic response at 3 months, at least partial cytogenetic response at 6 months, complete cytogenetic response at 12 months, and MMR at 18 months \[[@B4]\]. Recently, several investigators suggested that early molecular responses (EMRs) within the first 6 months of therapy have prognostic significance \[[@B5][@B6]\].

The molecular response of CML patients to tyrosine kinase inhibitor (TKI) treatment can be evaluated by *BCR-ABL1* mRNA levels on the IS or by log reduction from the baseline level considered by the laboratory. This study was performed to determine whether there is any difference between an IS-based RT-PCR kit and a non-IS-based RT-PCR kit for EMR determination.

Bone marrow aspirates at diagnosis and 3 months after start of TKI therapy were collected from 19 patients diagnosed with chronic phase or accelerated phase CML at Ajou University Hospital between June 2008 and September 2011.When possible, samples were processed within 24 hours of collection. Samples that could not be immediately processed were stored at -70℃ prior to processing. We reviewed the patients\' medical records, including age at diagnosis, gender, disease phase, and medication. This study was performed under approval of the institutional review board of Ajou University Hospital.

We extracted RNA from mononuclear cells isolated from bone marrow by the guanidinium isothiocyanate-phenol chloroform method as described in a previous study \[[@B7]\]. RT-PCR was performed using the LightCycler t(9;22) quantification kit (Roche Molecular Systems, Inc., Branchburg, NJ, USA) and the BCR-ABL Mbcr IS-MMR Dx kit (IPSOGEN, Marseille, France) according to the manufacturers\' instructions. The former was designed to detect b3a2, b2a2 and e1a2 fusion transcripts and the latter is a kit for the quantification of b3a2 and b2a2 fusion gene transcripts. The BCR-ABL Mbcr IS-MMR Dx kit has been designed according to the Europe Against Cancer studies \[[@B8][@B9]\], is compliant with updated international recommendations, and contains an IS-MMR calibrator aligned with the IS, allowing conversion of normalized copy number (NCN) to the IS in contrast to the LightCycler t(9;22) quantification kit, which does not provide IS values.

The RT-PCR was performed using LightCycler 2.0 (Roche Diagnostics Ltd, Rotkreuz, Switzerland) for both kits. For the LightCycler t(9;22) quantification kit, expression levels of *BCR-ABL1* mRNA were analyzed relative to those of *G6PDH*. Log reductions in *BCR-ABL1* levels from baseline were calculated with the LightCycler kit using the baseline value of 0.06, which is the median level of bone marrow samples from 20 newly diagnosed CML patients in our laboratory. We considered ≥1 log~10~ reduction at 3 months as EMR. For the BCR-ABL Mbcr IS-MMR Dx kit, standard curves obtained on plasmid standard dilutions were used to calculate copy number (CN) and NCN was derived from the equation (CN of *BCR-ABL1*/CN of ABL)×100. The NCN value was converted to the IS value using the equation (NCN of sample×assigned value of the IS-MMR-Calibrator/NCN of the calibrator). Nine quality criteria were used to validate the RT-PCR results as recommended by the manufacturer. We considered ≤10% IS at 3 months as EMR.

Data analysis was performed using Microsoft Excel 2007 (Microsoft, Redmond, Washington) and MedCalc (MedCalc Software, Ostend, Belgium). To compare EMR determination by the two methods, the McNemar test was used and a *P* value less than 0.05 was considered statistically significant. Linear regression was used for correlation analysis of the *BCR-ABL1* quantification kits.

The mean age of the patients was 44±15 years, and male to female ratio was 1.4:1. Fourteen patients were in chronic phase, and 5 in accelerated phase. Imatinib mesylate at 400 mg was administered daily to all patients except for one, to whom 600mg was administered. The mean time interval for follow-up of quantification of *BCR-ABL1* transcripts was 3.1(2.0--4.5) months.

The mean BCR-ABL1 transcript levels as determined by the LightCycler kit and the IPSOGEN kit for initial samples were 0.057±0.086 (median, 0.03) and 60.6±17.8% (median, 63.0), respectively. The mean *BCR-ABL1* transcript levels as determined by the LightCycler kit and the IPSOGEN kit of follow-up samples were 0.012±0.023 (median, 0.004) and 7.0±6.9% (median, 4.9), respectively. The correlation coefficient (r) between the two methods was 0.720, showing a moderately linear correlation ([Fig. 1](#F1){ref-type="fig"}).

The IS method and the log reduction method showed a concordance rate of 74% (14/19) for the determination of EMR status. Four of 5 patients with discrepancies were determined to achieve EMR by the IS method but not by the log reduction method, and 1 vice versa. The *P* value with the McNemar test was 0.3750, indicating that there was no statistically significant difference between the two methods in determining EMR. Sixteen of 17 patients for whom the survival data were available are alive, except for one whose *BCR-ABL1* transcript level was determined as no EMR by both methods. Clinical and laboratory findings of the patients showing a discrepancy between the log reduction method and the IS method are summarized in [Table 1](#T1){ref-type="table"}.

European LeukemiaNet guidelines recommend measuring *BCR-ABL1* transcript levels during treatment for every 3 months until achievement of MMR and every 6 months thereafter \[[@B4]\]. Accumulation of the serial quantification data for *BCR-ABL1* transcript levels during TKI therapy introduced a new era in monitoring therapy response in CML. Some investigators found that the depth of molecular response at 3 months could identify a subset of patients with relatively poor survival and prognosis \[[@B5][@B6][@B10][@B11]\]. A new EMR definition was suggested as the 3-month *BCR-ABL1* transcript level ≤10% IS or ≥1 log reduction \[[@B5][@B6][@B11]\] and was used in the present study.

Accurate measurement of baseline or normalized values of *BCR-ABL1* fusion transcripts is a prerequisite for monitoring therapeutic efficacy over time and identifying patients who are unresponsive to therapy in the early phase of treatment \[[@B12]\]. Given the current lack of agreement between different measurement methods, it is necessary to know the extent to which methods disagree and whether the differences will cause problems in clinical interpretation \[[@B2]\]. In a study with 248 newly diagnosed CML-CP patients who underwent imatinib therapy, the investigators concluded that the IS method better differentiates the patients according to their predictive values to progression-free survival by EMR as well as by MMR than the log reduction method \[[@B11]\]. A significantly higher number of patients were considered as having an EMR by the IS method than by the log reduction method. Our data also showed a higher number of patients as having an EMR by the IS method than by the log reduction method, but this result is statistically insignificant. The distribution of patients with *BCR-ABL1* transcript levels in the present study is akin to previous studies \[[@B6][@B11]\].

RT-PCR data for *BCR-ABL1* transcript levels may vary by approximately 0.5 to 1 log depending on the laboratory conducting analysis \[[@B13]\]. Many factors influence the assay, such as inter-sample variation in interfering substances, sample processing within 24 hours after blood collection, efficiency of reverse transcription, inter-assay variation in quality or quantity of PCR reagents, and thermal cycler performance \[[@B14]\]. It seems important for molecular laboratories using non-IS-based kits to establish their own quality criteria, adhere to it over the entire procedure, and make every effort in maintaining quality of the assay. Although the use of IS might be a breakthrough, it would be cumbersome and labor-intensive for some laboratories to derive the laboratory-specific conversion factors (CFs) that enable locally derived results to be converted to the IS. In addition, there are a number of obvious issues with CFs, for example, lack of full information through the analyses in the 50% of laboratories who fail to achieve the defined performance criteria \[[@B2][@B15]\].

Recently, an increasing number of manufacturers have produced IS-based RT-PCR kits for the major *BCR-ABL1* transcript level that do not require laboratory-specific CFs. The BCR-ABL Mbcr IS-MMR Dx kit used in this study is one of them and adopts 9 quality criteria, including Ct value replicate variations and slope and r^2^ for standard curves, to validate the RT-PCR results. Theoretically, initial samples of the CML patients should measure 100% IS, but in this study, they measured 61% IS with a coefficient of variation of 29%, which is considered allowable.

Although the present study has limitations such as a small number of cases and lack of assessment of sensitivity between methods, our data failed to show a significant difference in determination of EMR status of CML patients receiving TKI therapy by the IS or log reduction method. A multi-institutional study with enough cases to validate the usefulness of the log reduction method in monitoring EMR status is required.
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###### Clinical and laboratory findings of the patients showing a discrepancy between the log reduction method and the IS method.
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^a)^≥1 log~10~ reduction at 3 months was considered as EMR.

^b)^≤10% IS at 3 months was considered as EMR.

Abbreviations: CML-CP, chronic myeloid leukemia in chronic phase; EMR, early molecular response; IS, international scale.
